Technology Focus: Electronic Components 



Coherent Frequency Reference System for the NASA Deep 
Space Network 

NASA's Jet Propulsion Laboratory, Pasadena, California 


The NASA Deep Space Network 
( DSN ) requires state-of-the-art frequency 
references that are derived and distrib- 
uted from very stable atomic frequency 
standards. A new Frequency Reference 
System (FRS) and Frequency Reference 
Distribution System (FRD) have been de- 
veloped, which together replace the pre- 
vious C o h eren t R ef eren ce G en erato r Sys- 
tem (CRG). The FRS and FRD each 
provide new capabilities that significantly 
improve operability and reliability. 

The FRS allows for selection and 
switching between frequency standards, 
a flywheel capability (to avoid interrup- 
tions when switching frequency stan- 


dards), and a frequency synthesis system 
(to generate standardized 5-, 10-, and 
100-MFIz reference signals). The FRS is 
powered by redundant, specially filtered, 
and sustainable power systems and in- 
cludes a monitor and control capability 
for station operations to interact and 
control the frequency-standard selection 
process. The FRD receives the standard- 
ized 5-, 10-, and 100-MFIz reference sig- 
nals and distributes signals to distribu- 
tion amplifiers in a fan out fashion to 
dozens of DSN users that require the 
highly stable reference signals. The FRD 
is also powered by redundant, specially 
filtered, and sustainable power systems. 


The new DSN Frequency Distribution 
System, which consists of the FRS and 
FRD systems described here, is central to 
all operational activities of the NASA 
DSN. The frequency generation and dis- 
tribution system provides ultra-stable, co- 
herent, and very low phase-noise refer- 
ences at 5, 10, and 100 MFIz to between 
60 and 100 separate users at each Deep 
Space Communications Complex. 

This work was done by Blake C. Tucker, 
John E. Lauf, RobertL. H amdl, JorgeGonza- 
iez, jr., William A. Diener, and Robert L. 
T joelker of Caltech for NASA's Jet Propulsion 
Laboratory. For more information, contact 
iaoffice@jpl.nasa.gov. A IPO-46602 


Diamond Heat-Spreader for Submillimeter-Wave Frequency 
Multipliers 

Superior thermal management provides a 100-percent increase in power-handling capability. 

NASA'sJet Propulsion Laboratory, Pasadena, California 


The planar GaAs Shottky diode fre- 
quency multiplier isa critical technology 
for the local oscillator (LO) for submil- 
li meter-wave heterodyne receivers due 
to low mass, tenability, long lifetime, and 
room-temperature operation. The use 
of a W-band (75-100 GHz) power ampli- 
fier followed by a frequency multiplier is 
the most common for submillimeter- 
wave sources. Its greatest challenge is to 
provide enough input power to the LO 
for instruments onboard future plane- 
tary missions. 

Recently, JPL produced 800 mW at 
92.5 GH z by combining four M M ICs in 
parallel in a balanced configuration. As 
more power at W-band is available to the 
multipliers, their power-handling capa- 
bility becomes more important. High 
operating temperatures can lead to 
degradation of conversion efficiency or 
catastrophic failure. 

The goal of this innovation is to re- 
duce the thermal resistance by attaching 
diamond film as a heat-spreader on the 
backside of multipliers to improve their 


power-handling capability. Polycrys- 
talline diamond is deposited by hot-fila- 
ment chemical vapor deposition (CVD) . 
This diamond film acts as a heat- 
spreader to both the existing 250- and 
300-GHztri piers, and hasa high thermal 
conductivity (1,000-1,200 W/mK). It is 
approximately 2.5 times greater than 
copper (401 W/mK) and 20 times 
greater than GaAs (46 W/ mK) . It is an 
electrical insulator (resistivity ~10 15 Q- 
cm), and has a low relative dielectric 
constant of 5.7. 

Diamond heat-spreaders reduce by at 
least 200 S C at 250 mW of input power, 
compared to the tripler without dia- 
mond, according to thermal simulation. 
Thissuperior thermal management pro- 
vides a 100-percent increase in power- 
handling capability. For example, with 
this innovation, 40-mW output power 
has been achieved from a 250-GHz 
tripler at 350-mW input power, while the 
previous triplers, without diamond, suf- 
fered catastrophic failures. This break- 
through provides a stepping-stone for 


frequency mu I tipi iers-based LO up to 3 
TH z. The future work for this design is 
to apply the high output power from 
both the 250 and 300 GHz to multiple 
chains in order to generate milliwatts at 
2-3 THz. 

Using the first generation of results 
for this innovation, 40 mW of output 
power were produced from a 240-GHz 
tripler at 350-mW input power, and 27- 
mW output power was produced from a 
300-GHz tripler at 408-mW input power. 
Thisistwo timeshigher than thecurrent 
state-of-the-art output power capability. 
A finite-element thermal simulation also 
shows that 30-pm thick diamond 
dropped the temperature of the anodes 
by at least 200 S C. 

T his work was doneby Robrnt H . Lin, ErichT. 
Schlecht, Goutam Chattopadhyay, John J. Gill, 
Imran Mehdi, Petm H. Siegd, John S. Ward, 
Choonsup Lee and Bertrand C. Thomas of Cal- 
tech and Alain M aestrini of University Piareet 
M arieCurieParisfor NASA'sJet Propulsion Lab- 
oratory. For more information, contact 
iaoffice@jpl.nasa.gov. A IPO-46777. 
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